[Determination of trace barium in biological samples by Zeeman graphite AAS with coated graphite tube].
Using a tungstate-coated graphite tube, trace barium in biological samples was determined by Zeeman graphite AAS. The sensitivity of Ba can be significantly improved. The precision and the lifetime of graphite tube have been improved by adding matrix modifier. The method is simple. The recovery and precision are satisfactory.